Background: In our institution, the fixation technique in treating idiopathic scoliosis was shifted from hybrid fixation to the all-screw method beginning in 2000. We conducted this study to assess the intermediate -term outcome of all-screw method in treating adolescent idiopathic scoliosis (AIS). Methods: Forty-nine consecutive patients were retrospectively included with minimum of 5-year follow-up (mean, 6.1; range, 5.1-7.3 years). The average age of surgery was 18.5 ± 5.0 years. We assessed radiographic measurements at preoperative (Preop), postoperative (PO) and final follow-up (FFU) period. Curve correction rate, correction loss rate, complications, accuracy of pedicle screws and SF-36 scores were analyzed.
Background
In the past decade, pedicle screws have become the mainstream of the fixation method used to correct spinal deformities. Surgical treatment of adolescent idiopathic scoliosis (AIS) with an all-screw method has also proven to be a effective and safe procedure [1] [2] [3] .
Compared with other spinal fixation devises, pedicle screws have greater correction power because of their three-column fixation [4, 5] . In our experience, the use of the all-screw method achieves a superior threedimensional curve correction rate than the two previous methods: the all-hook method and hook/screw hybrid method [6, 7] Additionally, more motion segments could be saved by reduction of the fusion length in thoracic scoliosis [1] . However, the insertion of pedicle screws in the thoracic spine is always a safety concern, especially in the upper thoracic area because of small pedicle calibers, close anatomical relations to adjacent neural structures, and deformed anatomical structures [8, 9] . While it has been claimed that the insertion of pedicle screws, even with free-hand technique, is rather safe [2, 8] , complications such as nerve root injury and durotomy associated with screw placement have been reported [9, 10] . As a result, the treatment of idiopathic scoliosis with posterior fusion and segmental instrumentation using either thoracic screws or lamina hooks remains contentious [7, 11] .
In our institution, the fixation technique in treating idiopathic scoliosis was shifted from hybrid fixation to the all-screw method beginning in 2000. We have observed an improved correction rate and minimal complications. We presume that all-screw construct could provide a good three-dimensional curve correction and maintenance.
The purposes of the current study were to evaluate the intermediate-term (> 5 years) effectiveness and safety profile of the all-screw fixation method in the treatment of idiopathic scoliosis. The functional outcome and quality of life was assessed by means of an established questionnaire.
Methods

Patients
The study was approved by the local ethics committee. Forty-nine AIS patients (38 females, 11 males) were retrospectively evaluated during a consecutive series from September 2001 to December 2003. Patients with congenital scoliosis, neuromuscular scoliosis and those who had undergone revision surgeries were excluded. The minimum follow-up was 5 years (mean, 6.1 years; range, 5.1-7.3 years). All patients were operated on by the senior surgeon (PQC) and the first author (CHY) in a single institution with the all-screw method. The mean patient age at the time of the operation was 18.5 ± 5.0 years (range, 11.7-31.4 years). The average Risser grade was 3.8 ± 1.4 grade (range, 2-5 grade). Most patients were treated for thoracic scoliosis. According to the King classification [12] , the patient number were King type I (n = 10), King type II (n = 16), King type III (n = 20), King type IV (n = 1) and King type V (n = 2). Using the Lenke classification [13] , the patient numbers were type 1 (n = 30), type 2 (n = 2), type 3 (n = 8), type 5 (n = 5), and type 6 (n = 4). Patient data were obtained from the medical records and radiographs (Table 1) .
Patients were further divided in two groups, depending on the age of surgery: the adolescent (AIS) group (≤ 20 years, n = 34) and the young adult (ADIS) group (> 20 years, n = 15). The patient demographics in the AIS and ADIS groups were similar except the age of surgery and Risser grade ( Table 1) .
The mean age at surgery for the ADIS patients was 25.0 ± 3.2 years (range, 20.0 to 31.4 years) while those in the AIS patients was 15.6 ± 1.9 years (range, 11.7 to 19.8 years)(p < 0.05). The mean Risser grade for the ADIS group was 5.0 whereas for AIS group was 3.2 ± 1.4 (p < 0.05). The curve classifications was similar between two groups with thoracic curves were predominant.
Procedures
Pedicle screws are inserted on the concave side one by one from the lumbar up to the thoracic segments. Then the screws are inserted to the convex side, ranging in every other segment from lower to the uppermost segment. We prefer inserting 2 screws each in the lower and uppermost adjacent 2 segments. At this stage, plain X-ray films are taken both in the AP and lateral views to confirm the exact positions of the screws in most of the patients. But in some patients, these films are taken after completion of the corrective procedures. The contoured rods are linked to the rods by vertical tapping on the rods into the heads of the screws on each side. Facetectomies are also performed in each segment. Derotation is started on the concave side first after completion of connecting rod to the screws. This procedure is finished after rotating the rod to the vertical position as seen from the top. Only mild distraction of the screws is necessary. Actually, due to segmental insertion of the screws, distraction procedure is not possible.
In the lower lumbar scoliotic ends, due to its convexity, compression between screws can be performed. Then the same procedure is performed on the convex side. One or 2 cross links are placed, one in the upper and the other in the lower part of the construct. With proper decortication of the laminae, the bone chips are placed on them. In our cases, we use cancellous allogenous bone graft taken from bone bank for fusion. Thoracoplasty is considered and carried out only when the rib protrusion is obvious and the angle of trunk rotation (ATR) is greater than 15°. Among the 49 cases, 42 underwent a one-stage posterior spinal fusion (PSF) and seven underwent a twostage operation; the latter consisted of an anterior spinal fusion followed by posterior spinal fusion (APSF) with instrumentation. Four patients had additional thoracoplasty. The average number of fused spinal segments was 10.8 (range, [8] [9] [10] [11] [12] [13] .
In this series, the screw system used included the Universal Posterior System (UPS; Aaxter, Taipei, Taiwan) for 45 cases, the Moss-Miami (DePuy Spine, Raynham, MA, USA) for 2 cases, and the Diapason (Stryker, Kalamazoo, MI, USA) system for the remaining 2 cases. The titanium-made UPS system has 6.5, 5.5 and 4.5 mm diameter screws of different lengths. The rod was 6.0 mm diameter with a smooth surface. As much as possible, mono-axial screws were used because the correction power can reach from posterior bony part to the anterior body portion [14] .
Apical trunk rotation (ATR) was presently assessed using the forward bending test at preoperative (PreOP) and final follow-up (FFU) period. The three parts of the ATR were recorded including thoracic level (TH), thoracolumbar level (TL) and lumbar level (L).
Spine radiographic assessment included standing postero-anterior and lateral radiographs at PreOP), 1 week postoperative (PO) and at FFU. The passive standing lateral bending films were taken before surgery to measure curve flexibility. Three-dimensional deformity of each patient was assessed. Major and minor curves on the coronal plane were measured by the Cobb method. The sagittal alignment included the thoracic kyphosis from T4 to T12, and lumbar lordosis from L1 to L5. Rotation of the apical vertebra was determined by the Nash and Moe method on standing postero-anterior films [15] . The rotational correction of the apex of the curve was assessed by comparing the PreOP and PO rotational deformity of the apical vertebra. In cases where the pedicle of the apical vertebra was obscured by the inserted pedicle screw, the rotations of adjacent uninstrumented vertebral (superiorly or inferiorly) were compared. There are no cases in which the apical vertebrae and adjacent ones instrumented with pedicle screws which obscure the pedicle. The curve correction rate of all three planes, loss of correction rate and numbers of fused segments were analyzed to evaluate the effectiveness and maintenance of operation. Complications and malposition rates of the pedicle screws were documented to ascertain the safety profile. The positions of pedicle screws at every instrumented vertebral level in the 1-week PO postero-anterior and lateral radiographs were studied. This was performed by an independent spinal surgeon who was not involved with this study. The outcome of the evaluations was assigned as intrapedicular or extrapedicular placement. Extrapedicular placement was further categorized into inferior, superior, lateral or medial position. Functional outcome was assessed using the SF-36 questionnaire (Taiwan version 1.0) [16] at the latest follow-up. Because of the lack of preoperative data, we also compared this data to an agematched population of 2069 individuals in Taiwan [16] . We also separate the results by AIS and ADIS patients. 
Statistical analysis
The T-test was used with level of significance of 5% (p < 0.05) to compare the differences between PreOP, PO and FFU data.
Results
Coronal plane correction
In the coronal plane, the PreOP Cobb angle of the major curve was 58.0 ± 13.0°(range, 40-107), which was corrected by 72.7% to 16.0 ± 9.0°(range, 5-51) (P < 0.0001)after surgery ( Table 1 ). The PreOP Cobb angle of the compensatory curve was 38 ± 10°(range, 20-64), which was corrected by 72.4% to 11 ± 8°(range, 0-26) (P < 0.001) after surgery. The mean correction loss for major curve of all 49 patients at FFU was 2.4°(3.92%) ( Table 2) .
Sagittal curve correction
The mean preoperative thoracic kyphosis (T4-T12) of 22 ± 12°(range, 0-50) was reduced to 18 ± 7°(range, 3-37) (P < 0.001) after surgery and to 20 ± 6°(range, 5-35) (P = 0.12) at FFU. The mean preoperative lumbar lordosis (L1-L5) was decreased from 37 ± 12°(range, 60-5) to 33 ± 10°(range, 63-12) (P < 0.001) after surgery, and to 37 ± 12°(range, 63-12) (P < 0.005) at FFU (Table  2) .
Ten out of the 49 patients had thoracic hypokyphosis preoperatively (≤ 10°). They achieved better kyphotic alignment after the index procedure (mean, from 6.5 ± 3.5°to 12.8°± 5.3). (P < 0.005). The mean angle improved to 18.6 ± 6.9°degrees at FFU (P < 0.005). Of these 49 patients, four had thoracic hyperkyphosis (≥ 40). The mean preoperative thoracic kyphosis angle of 45.8 ± 3.0°(range, 43-50) was reduced to 24.0 ± 9.0°( range, 15-36) (P < 0.001)after the operation and to 22.0 ± 1.8°(range, 20-24) (P < 0.005) at FFU.
Axial plane correction
The mean preoperative ATR was reduced from 7.8 ± 5.0°to 5.6 ± 3.8°(TH level, P = 0.28), from 8.8 ± 5.0°to 6.3 ± 4.1°(TL level, P = 0.15), and from 8.9 ± 5.2°to 3.1 ± 3.5°(L level, P < 0.001) at FFU. The mean Nash and Moe grade of PreOP apical vertebra rotation of 2.1 ± 0.8 was improved to 0.7 ± 0.8(P < 0.01), but increased to 0.8 ± 0.8 at FFU(p = 0.45) ( Table 3) .
Insertion accuracy of pedicle screws
A total of 831 pedicle screws were inserted, which included 596 thoracic and 235 lumbar screws. The mean number of pedicle screws inserted per patient was 17 (range, 10-24). Among the 831 pedicle screws, 56 (6.7%) were found to be malpositioned and most of them were situated in the thoracic spine (42/56, 75%). Furthermore, 16 screws were found inferiorly, 25 found laterally, and 15 superiorly to the pedicle. None of them were found medially. Fortunately, there were no patients who sustained a nerve root injury during surgery.
Complications
There were no neurological deficits, visceral or vascular injuries after the operation and during the admission course. Also, there were no instrumentation failures or pedicle screws pull-out at the latest follow-up. One patient developed an anesthesia complication of right hemopneumothorax after central venous line insertion. The hemopneumothorax resolved uneventfully after chest tube insertion. (Table 4 ). Compared with the 2069 age-matched (Figure 1 ). We further compared the SF-36 scores between AIS and ADIS groups ( Table 5 ). Among them, AIS group had non-significant lower scores in two variables: role physical scale (53.75 versus 75.00, P = 0.76) and role emotional scale (69.99 versus 84.13, P = 0.63). The Physical Component Summary (PCS) and Mental Component Summary (MCS) between these two groups were similar. (PCS: 48.29 versus 49.96, P = 0.26, MCS: 48.80 versus 47.45, P = 0.65)
Discussion
Although some controversy does exist, the all-screw construct has gained worldwide popularity in treating idiopathic scoliosis in the last decade. This reflects the majority consensus that the all pedicle screw approach can achieve better three-dimensional correction and less correction loss compared to the all-hook and hybrid construct approaches.
A direct comparison between the hybrid and all-screw construct revealed superior major curve correction in all-screw group (70% versus 56%) in 58 AIS patients [7] . This is consistent with a previous study using the Moss-Miami hybrid construct in 61 AIS patients, which revealed a 56% correction rate of the major thoracic curve [17] . In the present study, a correction rate of 72.7% was achieved on the coronal plane with a flexibility of 41.8% (Figure 2 ). This correction rate echoes those of other studies on segmental pedicle screw fixation of idiopathic scoliosis [1, 3, 7] .
Correction loss of the major curve with various types of instrumentation has been given great attention in the literature. Improvements in the fixation instruments used in scoliosis surgery have improved the correction loss rate. In one study, for example, the use of CD instruments in 64 patients produced an average correction loss for King type 2 and 3 curves of 5.2°( 11.6%) and 3.9°(8.3%), respectively [18] . The use of pedicle screws, which can provide better holding power, can substantially improve the correction loss [3, 7] . In this series with minimum 5 year follow-up, the correction loss averaged 2.4°(3.9%). Compared to our own previous reports with 7.8% correction loss rate for all-hook and 6.6% for hybrid construct [19] , we presently obtained a better result. Also, this compares favorably with other intermediateterm studies using segmental screw instrumentation [1] . The results of long-term follow-up of Harrington rod instrumentation for correction of idiopathic scoliosis highlights the importance of preserving or restoring sagittal alignment of the spine PO. Numerous reports have pointed out the complications of significant loss of lumbar lordosis, which results in "flat-back syndrome" [20] . In this study, the thoracic kyphosis and lumbar lordosis were well-maintained PO and at the latest followup. In addition, the thoracic hypokyphosis and hyperkyphosis in our 14 patients improved to a better kyphotic angle. The same effect has been reported in a screw group with good correction of preoperative hypokyphosis (from 9°to 27°) [6] , which was comparable to the hook or hybrid groups. In another study, the PreOP hyperkyphotic status in 26 patients was reduced in the screw group [21] .
Safety on insertion of thoracic pedicle screws is always a great concern [2], especially at the concave upper thoracic segment with the deformed and small caliber pedicles. Although the incidence is rare, the complications of thoracic screw misplacement can be obvious and fatal. Reported complication rates associated with pedicle screw placement range from 0-25% [10] , in which the malposition of the screw is the most common problem. In addition, major complications such as neurologic or vascular injury are exceptionally rare. In our series, the screw misplacement rate was 6.7%. Also, there were no major or fatal complications. Therefore, we consider that placement of thoracic pedicle screws using free hand technique is a safe and reliable technique. But, the technique requires experienced personal with better tactile feedback skills and a thorough understanding of the deformed spine anatomy. The technique additionally benefits from the more user-friendly instrumentation tools developed in recent years. These included a smaller pedicle finder (2 mm) and various choices of pedicle screws for upper thoracic segments (25 mm, 30 mm, and 35 mm long). While we did not use the navigation system for pedicle screw placement, we think this modern modality could be helpful for deformity operations.
Short form-36 (SF-36) and Scoliosis Research Society (SRS) Outcomes Instrument (SRS-22) are both well-validated questionnaires of "quality of life" assessment [22, 23] . Although a Chinese adaptation of the SRS-22 has been previously validated in Hong Kong, no validation exists for use in Taiwan. SF-36, on the other hand, has been validated and used in Taiwan since 1996 (Taiwan version 1.0) [24] . The SF-36 health status questionnaire is a patient self-perceived tool and has been documented in several studies when assessing functional status of scoliosis patients [22, 23] . Physical and mental status is also very crucial for these young patients, who are usually students or young employees with many physical and social activities. In the present study, there were two significantly lower scores compared to agematched Taiwanese including physical function (PF), and role physical (RP). It is notable that both variables belonged to the physical health category. This indicates that, even with similar mental health compared with healthy populations, such patients subjectively demonstrate inferior physical status and role limitation. This is consistent with a Norway study with 30 AIS patients [25] .
Limitations of this study include relatively small sample sizes and no comparative groups. We also did not use CT scan to assess the accuracy of screw placement. However, this study demonstrates the early experience and clinical results of using all-screw method by a single surgeon in a single institution.
Conclusions
Based upon the results obtained from this review of 49 AIS patients with minimum 5 years of follow-up, we suggest that the all-screw method is efficient and safe. The outcomes in three-dimensional correction are satisfactory and comparable. The curve maintenance is good with minimal loss of correction. Compared with agematched healthy populations, these patients did present some limitations on their physical health, as assessed by the SF-36 questionnaire.
